The data show that Greiner lithium-heparin tubes produce a frequency of duplicate errors similar to the frequency of errors obtained with the BD tubes. From the data obtained, use of the modified Modular P IFCC method substantially reduced but did not totally eliminate duplicate errors.
For many years, we have observed on an intermittent basis duplicate errors when using lithium-heparin gel tubes (5 ) . These have been most prominent with analytes such as LD, phosphate, sodium, chloride, and potassium on the Hitachi series analyzers. These errors are attributable to cell aggregates, or microclots, which can be throughout the sample but are typically seen floating at the top of the meniscus and almost exclusively in lithiumheparin plasma. In the most recent study we conducted with Greiner (prod. no. 455083) and BD (prod. no. 367377) lithium-heparin tubes with a new gel formulation, we found that 8% and 4%, respectively, of tubes had microclots present on top of the meniscus that were visible to the naked eye ( Fig. 1) . We wish to highlight that both lithium-heparin tubes have gel formulations that are not microclot free. The microclot problem is dramatically reduced in serum samples.
In the Hitachi analyzers, the analyte sample volume ranges from 2 to 32 L. To aspirate the sample volume, the probes descend only 2-3 mm into the sample below the meniscus. The presence of cell aggregates (fibrin as well as erythrocytes, leukocytes, or platelets) or microclots can cause sampling problems. This can lead to short sampling if the probe picks up the designated sample volume with a microclot as part of the total sample volume. Alternatively, if the microclot disintegrates, the cells may rupture as a result of reagent (pH) changes, releasing the cellular contents (e.g., LD, phosphorus, and aspartate aminotransferase). In contrast, if the sample probe picks up a microclot (plus or minus cell aggregates), and the microclot hangs on the outside of the sample probe, then an additional sample volume may be aspirated and dispensed. Additionally, intact microclots in the reaction cuvette may produce optical interferences as the microclots floats in front of the photometric light path. The potential of microclots to alter the accuracy of assays such as LD using plasma samples is ever present. Vigilant scans by operators of primary lithium-heparin plasma samples from the top is essential.
The Modular P IFCC modified method with a predilution step minimizes duplicate errors by diluting the sample in saline and then resampling. This reduces the risk of reaspirating the same microclots that may have been aspirated in the primary sampling. However, the potential for inaccuracies with the actual primary sampling as a result of microclots, as described above, are not eliminated even if the duplicate readings are within expected limits.
Finally, the Greiner and BD lithium-heparin tubes with plasma separators produced similar duplicate error frequencies. The use of serum samples is shown by the formula suggested by Bakker et al. (1 ) to substantially reduce duplicate errors, and the difference between the duplicate readings (Table 1) would not be considered clinically significant. Additionally, the modified method with predilution will decrease the throughput of the analyzer, although minimally. Therefore, serum would be the sample of choice to avoid such duplicate errors and eradicate the need to implement the modified method. The cytochrome P450 enzymes CYP2C8 and CYP2C9 play important roles in drug metabolism (1) (2) (3) . Single-nucleotide polymorphisms that have been identified in the genes encoding for these enzymes may contribute to variability in drug response through alterations in metabolism. CYP2C8 expression includes five alleles: CYP2C8*1 (wild type), CYP2C8*2, CYP2C8*3 (1 ), CYP2C8*4 (2 ) , and CYP2C8*5 (4 ) . The variant alleles CYP2C8*2 and *3 have been shown to encode for an enzyme with decreased activity in vitro (1 ), whereas CYP2C8*4 expression appears to cause decreased CYP2C8 activity (2 ) . The allele frequency of CYP2C8*2 is 0.18 in the African-American population, whereas CYP2C8*3 and CYP2C8*4 are expressed primarily in the Caucasian population at frequencies of 0.13 and 0.075, respectively (1, 2 ) .
Pyrosequencing Method for Genotyping
Thirteen CYP2C9 alleles have been identified to date, and the majority of studies on these have focused on the importance of CYP2C9*2 (5 ) and CYP2C9*3 (6 ) . CYP2C9*4 is expressed in the Asian population at an allele frequency of 0.02, but does not appear to be expressed in Caucasians or African Americans (7 ). CYP2C9*5 and *6 are found primarily in African Americans at frequencies of 0.017 (8 ) and 0.006 (9 ), respectively. Blaisdell et al. (10 ) recently identified variants designated as CYP2C9*7 through *12, which have allele frequencies ranging from 0.006 to 0.03 in African populations. The CYP2C9*8, *11, and *12 alleles have altered in vitro metabolic activities compared with the wild-type allele, CYP2C9*1 (10 ) . Finally, CYP2C9*13 was identified in a Chinese population with an allele frequency of 0.01 and was associated with decreased CYP2C9 activity (11 ) .
Given the importance of these enzymes in the metabolism of multiple drugs, a reliable genotyping method that is amenable to high-throughput applications would help facilitate research in this area. Several restriction fragment length polymorphism (RFLP) methods have been developed to identify CYP2C8 and CYP2C9 alleles (1, 2, 6, 7 ) . These methods are reliable but have several disadvantages, including the time required for enzymatic digestion, lack of feasible high-throughput applications, potential for incomplete digestion, and increased cost per sample (12 ) . Other methods, using the LightCycler (13 ) and tetra-primer (14 ) technologies, offer advantages over RFLP but do not provide direct sequencing data.
Pyrosequencing is a less laborious process that relies on the release of pyrophosphate on incorporation of a nucleotide into a DNA sequence to provide direct sequencing data. It is ideal for the determination of allelic variants, and use of multiplex pyrosequencing enables single-tube analysis of numerous target DNA sequences (15, 16 ) . We previously developed a pyrosequencing method for CYP2C9 genotyping, but the original method detects only the two major variants found in Caucasian and AfricanAmerican populations, CYP2C9*2 and *3 (12 ) . An improvement to our previous reported method was necessary to evaluate CYP2C9*4 and *5, which are located on the same exon as CYP2C9*3. The purpose of the present study was to develop an analytical method that detects all major CYP2C8 variants; the major CYP2C9 variant, CYP2C9*2; and in a single reaction, CYP2C9*3, *4, and *5.
For DNA extraction and isolation, blood samples were collected from 50 consecutively identified healthy volunteers who signed informed consent. The study was approved by the Institutional Review Board at the University of Florida. Ethnicity was self-reported as African American (n ϭ4; frequency, 0.08), Asian (n ϭ 2; frequency, 0.04), Caucasian (n ϭ 36; frequency, 0.72), and Hispanic (n ϭ 8; frequency, 0.16). Approximately 10 mL of blood was withdrawn from each volunteer, and DNA was extracted with a QIAamp ® DNA Mini Kit (Qiagen) according to the manufacturer's instructions. Samples were stored at Ϫ20°C after extraction.
The primers used for the PCR reactions and pyrosequencing are shown in Table 1 Genotyping was performed according to the previously described protocol (12 ) . Briefly, PCR products (10 L) were immobilized on streptavidin-coated Sepharose beads. Beads were isolated and treated with 700 mL/L ethanol, denaturation buffer, and wash buffer and released into a mixture of annealing buffer containing 10 pmol of sequencing primer (Table 1) . This solution was heated at 80°C for 2 min and cooled to room temperature. Pyrosequencing was performed for sequence determination and allele designation in a Biotage PSQ HS 96 System, and data were captured with PSQ HS 96 SNP software. The sequences for 10 random individuals were determined in triplicate to verify the robustness of the assay.
Shown in Fig. 1A are the predicted histograms and resulting pyrograms for CYP2C8 exon 5 in individuals presenting with the following genotypes: CYP2C8*1/*1 (i), CYP2C8*1/*2 (ii), CYP2C8*2/*2 (iii), CYP2C8*1/*4 (iv), and CYP2C8*4/*4 (v). The predicted histogram and resulting pyrogram for an individual presenting as CYP2C9*1/*3 are shown in Fig. 1B . The allelic frequencies of the sample population are listed in Table 1 . The assay detected no allelic variants in the Asian individuals, and CYP2C9*4 and *5 were not detected in the population studied. Linkage dysequilibrium was apparent between CYP2C8*3 and CYP2C9*2; seven of the eight (87.5%) volunteers with the CYP2C8*3 allele also had the CYP2C9*2 allele. Reanalysis of 10 randomly selected samples in triplicate produced the same genetic sequence information (data not shown).
The pyrosequencing method presented here is directly applicable to studies involving genetic determination of CYP2C8 and CYP2C9 polymorphisms in a large sample population; our laboratory has used this assay to genotype several hundred samples (unpublished data) from various sources, including whole blood, urine, buccal swabs, and mouthwash rinses. A key advantage of pyrosequencing is that direct sequence data for each DNA are obtained, which means that little interpretation is necessary compared with other methods, such as RFLP analysis, where incomplete digestion may complicate data analysis. Furthermore, the time and cost per sample for pyrosequencing are less than for RFLP analysis (12 ) . A method using real-time PCR to determine CYP2C8 allelic variants was recently reported (17 ) . The PCR method offers an advantage over RFLP in that it can be modified for high-throughput applications, but it does not provide direct sequencing of DNA and therefore still requires some data interpretation. Furthermore, this reverse transcription-PCR method does not detect the CYP2C9 genotype, which is important because a linkage between the allelic variants CYP2C8*3 and CYP2C9*2 exists (18 ) . The data gathered in our investigation support the previous report; we observed similar frequencies of CYP2C8*3 and CYP2C9*2 linkage. Further investigations with a larger sample are necessary, however. This novel method also allows the genotyping of three separate allelic variants in one PCR reaction, but we were unable to detect CYP2C9*4 and *5 carriers because the respective Asian and AfricanAmerican population sample sizes were small. A larger sample of these populations would be required to identify individuals carrying these alleles. Additionally, with the recent discovery of other CYP2C9 allelic variants (10, 11 ) , adaptations of this method could allow detection of these variants.
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